LETTER TO THE EDITOR
1. Peripheral vessel caliber is usually much larger than coronary arteries. The caliber of the superficial femoral artery is usually in the range of 5-7 mm, which is considerably larger than most coronary stents. The Papyrus stent used as a manufacturer-reported post-dilatation size limit of 5.6 mm. 2. Stents in peripheral vessels are subject to much more demanding mechanical solicitations, with repetitive twisting, shortening and compression, in particular in flexion areas such as the groin. Self-expanding stents are recognized to be best at tolerating this environment. The risk of coronary stent crush with leg flexion or even a simple femoral palpation must be taken seriously. This will be intuitive to anyone who has ever held such a stent between their fingers. 3. Covered self-expanding stents in this size range are deliverable through a marginally larger sheath (i.e. 7 Fr). 3, 4 4. Surgical closure is a simple procedure when the patient is already under general anaesthesia, but also feasible under loco-regional anaesthesia, particularly if the procedure is not emergent. This avoids stent implantation in a flexion zone and the associated risks of stent fracture and restenosis. 5. Finally, on the use of fluoroscopy-or echocardiographyassisted femoral puncture to identify the femoral head is important for prevention of vascular complications. 5, 6 
